Recalcitrant diplopia after implantation of a Krupin valve with disc.
We report, to our knowledge, the first case of a patient experiencing recalcitrant diplopia after implantation of a Krupin valve with disc for uncontrolled glaucoma. Despite multiple surgeries and adjustments in her glasses, the patient was left with residual and intolerable diplopia.